


Attachment A
Analytical Results for Two Representative Samples with Corresponding Analytical

Laboratory Reports and Laboratory QC Reports



Laboratory Report

WW Sludge TCLP MetalsPROJECT:

DATE RECEIVED:

WORK ORDER:

DATE REPORTED:

100290

IBM

Mail Stop 966A

Essex Jct, VT  05452

Atten: Dave Kost SAMPLER:

September 09, 2014

1408-17129

August 21, 2014

Enclosed please find the results of the analyses performed for the samples referenced on the 
attached chain of custody.  All required method quality control elements including 
instrument calibration were performed in accordance with method requirements and 
determined to be acceptable unless otherwise noted.    
 

The column labeled Lab/Tech in the accompanying report denotes the laboratory facility 
where the testing was performed and the technician who conducted the assay.  A "W" designates 
the Williston, VT lab under NELAC certification ELAP 11263; "R" designates the Lebanon, NH 
facility under certification NH 2037 and “N” the Plattsburgh, NY lab under certification ELAP 
11892.    “Sub” indicates the testing was performed by a subcontracted laboratory.  The 
accreditation status of the subcontracted lab is referenced in the corresponding NELAC and Qual 
fields.   
 

The NELAC column also denotes the accreditation status of each laboratory for each 
reported parameter.  “A” indicates the referenced laboratory is NELAC accredited for the 
parameter reported.  “N” indicates the laboratory is not accredited.  “U” indicates that NELAC 
does not offer accreditation for that parameter in that specific matrix. Test results denoted with an 
“A” meet all National Environmental Laboratory Accreditation Program requirements except 
where denoted by pertinent data qualifiers.  Test results are representative of the samples as they 
were received at the laboratory 

 
Endyne, Inc. warrants, to the best of its knowledge and belief, the accuracy of the analytical 

test results contained in this report, but makes no other warranty, expressed or implied, especially 
no warranties of merchantability or fitness for a particular purpose.  
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Reviewed by:

Harry B. Locker, Ph.D.

Laboratory Director

 ELAP 11263

160 James Brown Dr., Williston, VT 05495

Ph  802-879-4333          Fax 802-879-7103

www.endynelabs.com

NH2037

56 Etna Road, Lebanon, NH 03766

Ph  603-678-4891   Fax  603-678-4893



Laboratory Report

IBM
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CLIENT:
PROJECT: WW Sludge TCLP Metals

WORK ORDER:
DATE RECEIVED:

1408-17129
08/21/2014

DATE REPORTED: 09/09/2014

001 Date Sampled: 8/20/14Site: Sludge Plugs Time: 12:00

Analysis Date/TimeMethodParameter Result NELACLab/TechUnits Qual.

Completed 8/25/14 RGTW A AN1TCLP Extract-SVOA/Metals EPA 1311

Completed 8/25/14 RGTW A AN1TCLP Extract-SVOA/Metals EPA 1311

< 0.20 mg/L 8/26/14 RGTW AArsenic, Total TCLP EPA 6010C

< 0.20 mg/L 8/26/14 RGTW ABarium, Total TCLP EPA 6010C

< 0.020 mg/L 8/26/14 RGTW ACadmium, Total TCLP EPA 6010C

< 0.05 mg/L 8/26/14 RGTW AChromium, Total TCLP EPA 6010C

< 0.20 mg/L 8/26/14 RGTW ALead, Total TCLP EPA 6010C

< 0.010 mg/L 8/28/14 EERW AMercury, Total TCLP EPA 7470

0.25 mg/L 8/26/14 RGTW ANickel, Total TCLP EPA 6010C

Report Summary of Qualifiers and Notes

AN1: Ambient laboratory temperature reached 28 degrees Celsius during the TCLP extraction.  Ambient temperature

should stay between 21 to 25 degree C.





Laboratory Data Quality Report ENDYNE INC.      160 James Brown Drive
EPA 6010C- ICP Metals TCLP Laboratory Services      Williston, VT   05495

     (802) 879-4333  FAX 879-7103

Client: IBM Date Analyzed:
Project: WW Sludge- Analysis Analytical Batch #: 94,682
Sampled:  August 19-20, 2014

TCLP 
LRB

Parameter mg/L % Rec mg/L % Rec mg/L* % Rec mg/L* mg/L* Reported mg/L* % Rec mg/L* % Diff mg/L % Rec

Arsenic -0.0090 NA 0.9931 99% 1.0095 101.0% 0.0000 0.0016 < 0.5 1.0577 105.8% 1.0475 1.0% 0.0198 99.1%

Barium 0.4740 94.8% 0.9901 99.0% 1.017 101.7% -0.0001 0.0042 < 1.0 1.0325 103.2% 1.0222 1.0% 0.0208 103.8%

Cadmium 0.9554 95.5% 0.1003 100.3% 0.1018 101.8% 0.0000 0.0002 < 0.02 0.1011 101.1% 0.0999 1.2% 0.0024 12.1%

Chromium 0.4830 96.6% 0.9991 99.9% 1.00959 101.0% -0.0001 0.0024 < 0.05 1.0074 100.7% 0.9952 1.2% 0.0054 108.2%

Lead 1.0370 103.7% 1.0587 105.9% 1.10247 110.2% 0.0002 -0.0016 < 0.20 1.0458 104.6% 1.0411 0.4% 0.0224 111.8%

Nickel 0.9529 95.3% 1.0247 102.5% 1.04381 104.4% -0.0001 0.025 0.25 1.0331 100.8% 1.0222 1.1% 0.0054 107.4%

Notes:

  * SOP is to digest at a 1-10 dilution.  mg/L value is instrument measurement of Sample and QA samples not accounting for dilution.
  - NA: Not Available.  Sample not assessed for this element.
  - All QA parameters were within acceptance limits unless otherwise noted.  Bold Font indicates value outside laboratory acceptance limits
  - (Int. Chk.) Interference Check acceptance limits: 70 - 130%.
  - (CCV) Continuing Calibration Verification acceptance limits: 90 - 110%.
  - (LFB) Laboratory Fortified Blank digested in TCLP Buffer acceptance limits are 85-115%.
  - (LRB) Laboratory Reagent Blank digested in TCLP Buffer was free of contaminant affecting analytical results.
  - (MS) Matrix Spike acceptance limits: 70 - 130%.  Values were determined to be within method acceptance limits unless noted. 
  - (MSD) Matrix Spike Duplicatee relative percent difference (RPD) acceptance criteria is < 20%.
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August 26, 2014Work Order #:

InterElemental 
Check CCV TCLP LFB

Date Received:
Date Reported:

1408-17129

Matrix Spike Dup of 
1408-17129-001 Low Level CCV

August 21, 2014
September 9, 2014

1408-17129-001 Matrix Spike of 1408-
17129-001



  ENDYNE, INC. 160 James Brown Drive
Laboratory Services Williston, VT   05495

(802) 879-4333  

Client: IBM Work Order: 1408-17129
Project: WW Sludge Analysis Sample Date: August 19-20, 2014
Report Date: September 9, 2014 Analysis Date: August 28,2014
Receive Date: August 21, 2014 Analytical Batch #: 94638

Instrument 
Result as Reported Value

Run Sequence Identification ug/L Target % Recovery mg/L

Calibration Verification: 2.001 2 100%

1408-17129-01 0.004 < 0.010

Matrix Spike of 17129-01 3.298 3 110%

Matrix Spike Duplicate 3.220 2.4% % Difference

Laboratory Reagent Blank 0.001

Independent Laboratory Fortified Blank: 2.369 2 118.5%

Continuing Calibration Check 2.048 2 102%

Notes:
  All Method associated Quality Control was within acceptance limits, except LFB.
  Sample was Non-detect so high bias of LFB did not affect analytical result.
  -Instrument Quantitation Limit is 1.0ug/L
   - All TCLP analyses are analyzed at a 1-10 dilution.
  -Calibration Verification acceptance limits: 
  -Laboratory Fortified Blank (QC) control limits:
  -Laboratory Reagent Blank (LRB) was free of contaminant affecting analytical results.
  -Duplicate Percent Relative Standard Deviation Limits:
  -Matrix Spike Acceptance Limits:
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QC Data Interpretation Report
EPA 7470A Mercury-TCLP

20%
85%-115%

90%-110%
90%-110%

Analytical Run Sequence



Laboratory Report

WW Sludge TCLP Metals RevisedPROJECT:

DATE RECEIVED:

WORK ORDER:

DATE REPORTED:

100290

IBM

Mail Stop 966A

Essex Jct, VT  05452

Atten: Dave Kost SAMPLER:

September 08, 2014

1409-18429

July 09, 2014

Enclosed please find the results of the analyses performed for the samples referenced on the 
attached chain of custody.  All required method quality control elements including 
instrument calibration were performed in accordance with method requirements and 
determined to be acceptable unless otherwise noted.    
 

The column labeled Lab/Tech in the accompanying report denotes the laboratory facility 
where the testing was performed and the technician who conducted the assay.  A "W" designates 
the Williston, VT lab under NELAC certification ELAP 11263; "R" designates the Lebanon, NH 
facility under certification NH 2037 and “N” the Plattsburgh, NY lab under certification ELAP 
11892.    “Sub” indicates the testing was performed by a subcontracted laboratory.  The 
accreditation status of the subcontracted lab is referenced in the corresponding NELAC and Qual 
fields.   
 

The NELAC column also denotes the accreditation status of each laboratory for each 
reported parameter.  “A” indicates the referenced laboratory is NELAC accredited for the 
parameter reported.  “N” indicates the laboratory is not accredited.  “U” indicates that NELAC 
does not offer accreditation for that parameter in that specific matrix. Test results denoted with an 
“A” meet all National Environmental Laboratory Accreditation Program requirements except 
where denoted by pertinent data qualifiers.  Test results are representative of the samples as they 
were received at the laboratory 

 
Endyne, Inc. warrants, to the best of its knowledge and belief, the accuracy of the analytical 

test results contained in this report, but makes no other warranty, expressed or implied, especially 
no warranties of merchantability or fitness for a particular purpose.  
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Reviewed by:

Harry B. Locker, Ph.D.

Laboratory Director

 ELAP 11263

160 James Brown Dr., Williston, VT 05495

Ph  802-879-4333          Fax 802-879-7103

www.endynelabs.com

NH2037

56 Etna Road, Lebanon, NH 03766

Ph  603-678-4891   Fax  603-678-4893



Laboratory Report

IBM
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CLIENT:
PROJECT: WW Sludge TCLP Metals Revised

WORK ORDER:
DATE RECEIVED:

1409-18429
07/09/2014

DATE REPORTED: 09/08/2014

001 Date Sampled: 7/9/14Site: Composite Sludge Plugs Time:  5:10

Analysis Date/TimeMethodParameter Result NELACLab/TechUnits Qual.

Completed 7/10/14 AWMW ATCLP Extract-SVOA/Metals EPA 1311

Completed 7/10/14 AWMW ATCLP Extract-SVOA/Metals EPA 1311

< 0.20 mg/L 7/14/14 RGTW AArsenic, Total TCLP EPA 6010C

< 0.20 mg/L 7/14/14 RGTW ABarium, Total TCLP EPA 6010C

< 0.020 mg/L 7/14/14 RGTW ACadmium, Total TCLP EPA 6010C

< 0.050 mg/L 7/14/14 RGTW AChromium, Total TCLP EPA 6010C

< 0.20 mg/L 7/14/14 RGTW ALead, Total TCLP EPA 6010C

< 0.010 mg/L 7/17/14 CMW AMercury, Total TCLP EPA 7470

< 0.10 mg/L 7/14/14 RGTW ANickel, Total TCLP EPA 6010C

Report Summary of Qualifiers and Notes

Report revised to include only the TCLP Metals.



  ENDYNE, INC. 160 James Brown Drive
Laboratory Services Williston, VT   05495

(802) 879-4333  

Client: IBM Work Order: 1409-18429
Project: WW Sludge Analysis Sample Date: July 8-9, 2014
Report Date: July 24, 2014 Analysis Date: July 17, 2014
Receive Date: July 9, 2014 Analytical Batch #: 92923

Instrument 
Result as Reported Value

Run Sequence Identification ug/L Target % Recovery mg/L

Calibration Verification: 2.048 2 102%

1407-13242-1 -0.022 < 0.010

Unrelated Sample selected for MS/MSD -0.022

Matrix Spike of 15584-01 2.002 2 100%

Matrix Spike Duplicate 2.012 0.5% % Difference

Laboratory Reagent Blank -0.035

Independent Laboratory Fortified Blank: 2.03 2 101.5%

Continuing Calibration Check 2.048 2 102%

Notes:
  All Method associated Quality Control was within acceptance limits
  -Instrument Quantitation Limit is 1.0ug/L
   - All TCLP analyses are analyzed at a 1-10 dilution.
  -Calibration Verification acceptance limits: 
  -Laboratory Fortified Blank (QC) control limits:
  -Laboratory Reagent Blank (LRB) was free of contaminant affecting analytical results.
  -Duplicate Percent Relative Standard Deviation Limits:
  -Matrix Spike Acceptance Limits:
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QC Data Interpretation Report
EPA 7470A Mercury-TCLP

20%
85%-115%

90%-110%
90%-110%

Analytical Run Sequence



Laboratory Data Quality Report ENDYNE INC.      160 James Brown Drive
EPA 6010B- ICP Metals TCLP Laboratory Services      Williston, VT   05495

     (802) 879-4333  FAX 879-7103

Client: IBM Date Analyzed:
Project: WW Sludge- Analysis Analytical Batch #: 92,901
Sampled:  July 8-9, 2014

TCLP 
LRB

Parameter mg/L % Rec mg/L % Rec mg/L* % Rec mg/L* mg/L* Reported mg/L* % Rec mg/L* % Diff mg/L % Rec

Arsenic -0.0065 NA 0.9747 97% 1.0950 109.5% 0.0001 -0.0025 < 0.5 1.0531 105.3% 0.9647 8.8% 0.0206 103.0%

Barium 0.4907 98.1% 1.0022 100.2% 1.1251 112.5% 0.0001 0.0060 < 1.0 1.0306 103.1% 1.0398 0.9% 0.0211 105.6%

Cadmium 0.9398 94.0% 0.0985 98.5% 0.10976 109.8% 0.0000 -0.0001 < 0.02 0.1008 100.8% 0.0920 9.1% 0.0023 115.0%

Chromium 0.4846 96.9% 0.9951 99.5% 1.09637 109.6% 0.0002 0.00234 < 0.05 1.0006 100.1% 0.9241 8.0% 0.0053 105.0%

Lead 0.9730 97.3% 1.0291 102.9% 1.14735 114.7% 0.0000 -0.0005 < 0.20 1.0098 101.0% 0.9215 9.1% 0.021 105.1%

Nickel 0.9319 93.2% 1.0030 100.3% 1.10336 110.3% 0.0000 0.0031 < 0.10 1.0018 100.2% 0.9179 8.7% 0.0052 103.4%

Notes:

  * SOP is to digest at a 1-10 dilution.  mg/L value is instrument measurement of Sample and QA samples not accounting for dilution.
  - NA: Not Available.  Sample not assessed for this element.
  - All QA parameters were within acceptance limits unless otherwise noted.  Bold Font indicates value outside laboratory acceptance limits
  - (Int. Chk.) Interference Check acceptance limits: 70 - 130%.
  - (CCV) Continuing Calibration Verification acceptance limits: 90 - 110%.
  - (LFB) Laboratory Fortified Blank digested in TCLP Buffer acceptance limits are 85-115%.
  - (LRB) Laboratory Reagent Blank digested in TCLP Buffer was free of contaminant affecting analytical results.
  - (MS) Matrix Spike acceptance limits: 70 - 130%.  Values were determined to be within method acceptance limits unless noted. 
  - (MSD) Matrix Spike Duplicatee relative percent difference (RPD) acceptance criteria is < 20%.
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July 9, 2014
July 24, 2014

1407-13242-01 Matrix Spike of 1407-
13242-01

July 14, 2014Work Order #:

InterElemental 
Check CCV TCLP LFB

Date Received:
Date Reported:

1409-18429

Matrix Spike Dup of 
1407-13242-01 Low Level CCV
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